INTRODUCTION
============

Chest radiography is the most commonly used method for the evaluation of lung parenchyma in clinical practice. It is a fast, relatively inexpensive, and easily achievable imaging tool with low radiation exposure. However, it is not without its problems; malignant lung nodules are frequently overlooked and missed on chest radiograph, even by experienced radiologists ([@B1]-[@B4]), and many of them detected retrospectively ([@B2]-[@B4]).

Thus, to improve the diagnostic accuracy of chest radiography, technical advances including computer-aided detection (CAD) techniques have been developed and investigated to overcome the intrinsic limitations of human perception. With this CAD technique, similar to reports on chest CT ([@B5]-[@B7]), several studies generally indicate that CAD can indeed improve the detection rate of subtle lung nodules on chest radiograph ([@B8]-[@B15]). However, these studies evaluated the performance of a CAD system only ([@B10], [@B12]), reported the results of observer performance test only with sensitivities ([@B6], [@B7], [@B11]), or conventional receiver operating characteristic analysis that does not require the localization of nodules ([@B5], [@B8]). Most recently, de Hoop et al. ([@B16]) reported that CAD did not significantly improve observer performance in nodule detection on chest radiograph mainly because readers had difficulty in differentiating TP from FP CAD markings. With these conflicting results, the role of CAD as a second reader in clinical practice still remains uncertain and further investigation is necessary. In comparison to the study population was limited to a lung cancer screening group in the study by de Hoop et al. ([@B16]), we also included the chest radiographs with diagnostic purpose, which is more frequent in clinical practice.

In this study, we observed the effect of the CAD system on observer performance using a jackknife free-response receiver operating characteristic (JAFROC) analysis in the detection of nodules on chest radiographs with CT and histopathologic results as the reference standard. Furthermore, the sensitivity and number of false positive marks were also estimated.

MATERIALS AND METHODS
=====================

Study Population
----------------

Institutional review board approval was obtained, and the requirement for informed patient consent was waived in this retrospective study.

From the database of the Department of Radiology in our hospital between January 2004 and May 2008, we retrospectively reviewed and included 100 consecutive patients with solitary malignant pulmonary nodules on chest radiography and 100 normal control cases. The study population consisted of 103 men and 97 women that had a mean age of 56 years (age range, 21-86 years).

Patient inclusion criteria were the presence of a solitary malignant pulmonary nodule measuring 20 mm or less in diameter with pathologic proof visible on chest radiograph, and chest radiograph performed within 1 month of a chest CT. Nodule size was measured on chest radiograph with an electronic caliper. In the control group, the absence of lung nodules was confirmed on chest CT and chest radiography was performed within 1 month of chest CT in all cases.

Chest Radiography
-----------------

All radiographs were obtained using either a flat-panel detector system (Digital Diagnost; Philips, Best, the Netherland) with a cesium iodide scintillator or a computed radiography system (FCR-5501; Fuji, Tokyo, Japan) with a 35 × 43 cm imaging plate (ST-55BD, Fuji, Tokyo, Japan). The flat-panel system had a matrix of 3001 × 3001 pixels × 12 bits, and a panel size of 43 × 43 cm. The automatic exposure control mode was adjusted to 400-speed, and exposure parameters were 125 kVp and 400 mA, with a grid ratio of 10 : 1. The computed radiography images had a matrix of 1760 × 2140 pixels × 10 bits and were obtained at 100 kV, 320 mA, and 0.012 second with a 10 : 1 grid. All chest radiographs were obtained using the default post-processing algorithms specified by the manufacturer. All digital images were transferred to a Picture Archiving and Communication System (PACS).

Image Reading
-------------

Ten readers including 5 chest radiologists and 5 residents participated in this observer performance study. Of the 5 residents, 3 were first year residents and 2 were 4th year residents.

Readers independently interpreted both the original radiographs and CAD output images in the sequential testing mode using the PACS workstation on a 5 megapixel LCD monitor (M511L; Totoku, Tokyo, Japan). Readers marked the detected nodule on a paper on which the corresponding chest radiograph printed and recorded the confidence ratings for the presence of a nodule ranging from 1 to 100. A 100 rating implied that a nodule was present with absolute certainty. In calculating sensitivity, confidence ratings from 0 to 49 were considered negative and confidence ratings from 50 to 100 were considered positive.

All 200 cases were randomly distributed into 4 interpretation sessions with a 1 week interval between sessions, and in each session, an observer interpreted 50 cases. For each observer, the reading order of the 50 chest radiographs in each group was randomly varied. Reading time was not limited; however, actual reading time was monitored. Before the performance study to familiarize the observers with the CAD system, all observers were instructed with 5 training cases which were not included in the observer test.

The reference standard for the presence and location of nodules was based on the review of CT performed within 1 month of the index chest radiography by one radiologist who did not participate in the observer performance study. Both true positive (TP) and false positive (FP) rates were assessed. The reference standard for the malignancy of nodules was established histopathologically in all cases.

Software Detection System
-------------------------

All images were analyzed by using a commercially available chest radiographic CAD system (IQQA-Chest, EDDA Technology, Princeton Junction, NJ, USA), as previously described ([@B14]). The incorporation of this program into PACS provided a secondary evaluation of chest radiographs for occult pulmonary nodules. According to the manufacturer, the algorithm was optimized to detect nodules 5-15 mm in diameter; although in practice, it also marks larger and smaller nodules. Candidate areas are presented as semitransparent circles for readers to review. The CAD program was run by the readers following completion of the initial visual interpretation of the radiographs, and provided highlighted suspect areas with regions of interest (ROIs). The observers then had the opportunity to accept or discard any CAD marked ROIs.

Statistical Analysis
--------------------

To assess observer performance in the detection of malignant nodules with and without CAD, JAFROC analysis was performed using a maximum likelihood estimation program (JAFROC, version 3; downloaded from <http://www.devchakraborty.com>) ([@B17]). This method combines the elements of free-response receiver operating characteristics and the Dorfman-Berbaum-Metz methods. Mean diagnostic accuracy was calculated according to the mean figure of merit (FOM), defined as the probability that a lesion is rated higher than the highest rated non-lesion on normal images.

Sensitivity was calculated as the number of TP markings divided by the total number of malignancies. FP fraction was also calculated as the number of FP markings divided by the total number of chest radiographs. McNemar\'s test was used to compare reader sensitivity before and after CAD.

Since it is controversial whether the application of CAD as a second reader also allows for discharge of candidates seen without CAD ([@B18]), we also evaluated a situation in which the observers could only increase their confidence level after CAD markings, while preserving all lesion locations seen without CAD ([@B16]). For all analyses, a *p* value of less than 0.05 was considered statistically significant.

RESULTS
=======

Reading time, averaged over the 10 observers was 139 minutes. Reader 2 was the fastest at 84 minutes, while Reader 7 was the slowest at 239 minutes.

Characteristics of Malignant Nodules
------------------------------------

Mean nodule diameter was 15.4 mm with a range of 7 mm to 20 mm. A mean nodule subtlety score of 5.2 out of 10 was determined by one chest radiologist who did not participate in the observer study. A pathology assessment revealed that of the 100 malignant nodules, 97 were primary lung cancers (79 adenocarcinomas, 11 squamous cell carcinomas, 7 others) and 3 nodules were metastatic nodules (2 from breast cancer, 1 from hepatocellular carcinoma). [Figure 1](#F1){ref-type="fig"} shows the sites of the 100 malignant nodules. Ninety-three nodules were located in the unobscured lung, four nodules in the overlapped area of the clavicle and the rib, two in the retrocardiac area, and one in the azygoesophageal recess.

CAD-Alone Performance
---------------------

Fifty-nine malignant nodules out of 100 were detected by the CAD system with a false positive rate of 1.9 nodules per chest radiograph (range, 0 to 5 nodules). CAD detected 4 of the 8 nodules which were detected by only three or less observers. However, among the 50 nodules which all of the observers detected without CAD, the CAD system alone could not detect 16 malignant nodules (32%). Nodule subtlety was not significantly different between the CAD-detected nodules (5.2) and CAD-missed nodules (5.2) (*p* = 0.98). Nodule diameter was also not significantly different between the CAD-detected nodules (15.34 mm) and CAD-missed nodules (15.22 mm) (*p* = 0.84).

Observer Performance Study without CAD
--------------------------------------

Without CAD, the average FOM of all ten observers was 0.90 ([Table 1](#T1){ref-type="table"}). In a subgroup analysis, the average FOM was 0.93 for radiologists and 0.87 for residents. The radiologists had an average sensitivity of 85.2%, with 0.03 FP annotations per chest radiograph. The residents had an average sensitivity of 82.8%, with 0.28 FP annotations per chest radiograph.

All of the 100 malignant nodules were detected by at least one observer. Fifty of the 100 (50%) nodules were detected by all ten observers without the use of CAD. In addition, 19 nodules were detected by nine observers, 11 were detected by eight, 2 by seven, 3 by six, 6 by five, 1 by four, 4 by three, 2 by two observers, and 2 malignant nodules by only one radiologist without the use of CAD. The median value of nodule subtlety for 50 nodules detected by all 10 observers was 6 and that for 8 nodules detected by three or less observers was 2.

Observer Performance with CAD When Lowering of Confidence Scores Was Allowed
----------------------------------------------------------------------------

When the observers were allowed to freely adjust their confidence ratings depending on CAD markings, the average FOM of all ten observers increased from 0.90 to 0.91, but was not statistically significant. The average FOM of radiologists and residents increased from 0.93 to 0.94 and 0.87 to 0.88 respectively, although the differences were not statistically significant ([Table 1](#T1){ref-type="table"}).

While most observers revealed increased sensitivity and FOM with the CAD annotation, only one first-year resident, Reader 6, showed contrary results - her sensitivity and FOM decreased after the CAD annotation. Because Reader 6 showed an unusually low performance in reading chest radiographs and interpreting the CAD results, a statistical analysis was also performed on the nine of the 10 readers, excluding Reader 6. When one first-year resident (Reader 6) was excluded from the analysis, the average FOM improved from 0.90 to 0.92 with statistical significance (*p* = 0.04). An individual analysis was also performed showed significant improvement in the FOM value in two radiologists and two residents.

On average, the sensitivities with and without CAD were 87% and 84%; false positive rates per case with and without CAD were 0.19 and 0.17; and three more malignant nodules were detected with CAD.

For the subgroup analysis, the average sensitivity increased from 85% to 89% (range, 86-91%) for radiologists and from 83% to 85% for residents. The average number of FP detections per chest radiograph remained virtually unchanged in the radiologist subgroup (0.03 to 0.04) and in the resident subgroup (0.28 to 0.31).

Although CAD-alone sensitivity (59%) was much lower, reader sensitivity improved after application of CAD in all observers except one first year resident (Reader 6). In this first year resident had the highest sensitivity, the false positive rate was also two to twelve times higher than other observers. This resident rejected many nodules that CAD did not detect.

Observer Performance with CAD When Lowering of Confidence Scores Was Not Allowed
--------------------------------------------------------------------------------

When readers were only allowed to increase their confidence scores after obtaining CAD results, average FOM of all 10 observers increased from 0.90 to 0.91, and was statistically significant (*p* = 0.04) ([Table 2](#T2){ref-type="table"}).

On average, the sensitivities with and without CAD were 88% and 84%, respectively; however, the false positive rates per case with and without CAD were 0.25 and 0.17, respectively. Four more malignant nodules were detected with CAD.

For the subgroup analysis, the average sensitivity increased from 85% to 89% for radiologists and from 83% to 87% (range, 81-92%) for residents. The average number of FP annotations per chest radiograph remained virtually unchanged in the chest radiologist subgroup (0.03 to 0.04) and increased from 0.28 to 0.41 in the resident subgroup.

Interaction between CAD and Readers
-----------------------------------

In total, 10 observers added 39 TP nodules after reviewing the CAD marks. The number of additional malignancies detected following TP CAD marks ranged from zero to seven for the various observers. Though 6 of 10 observers did not dismiss any TP marks, 4 observers dismissed 9 TP marks ([Table 3](#T3){ref-type="table"}). Together, ten observers accepted 135 FP marks. On average, radiologists accepted one per 50 chest radiographs and residents accepted one per 9 chest radiographs.

The number of malignancies not initially detected by the observers but correctly detected after review of CAD marks varied between 6 and 12 per observer. 53% (44 of 83) of these TP CAD marks were rejected by the observers. Both the radiologist and resident groups rejected 53% of TP CAD marks (23 of 43 marks, 21 of 40 marks each). Two examples of nodule detection with and without CAD, as well as the interaction between CAD and radiologists are illustrated in [Figures 2](#F2){ref-type="fig"} and [3](#F3){ref-type="fig"}.

DISCUSSION
==========

In this retrospective study, we evaluated observer performance and its interaction with the CAD system in the detection of malignant nodules on chest radiograph using the JAFROC analysis. Our results showed that 1) the CAD system can improve diagnostic performance in the detection of nodules on chest radiograph, 2) the overall sensitivity increased from 84 to 87% with CAD marks, and 3) the FP rate also increased with CAD in the radiology resident group.

Most remarkably, although the increase in average FOM was small, it was statistically significant for all observers except observer 6 who showed unusually high sensitivity, high FP rate, and dismissed many TP nodules that CAD did not detect. Without this observer, the average FOM value increased from 0.90 to 0.92 (*p* = 0.04). When lowering the confidence score was not allowed, the average FOM value also increased from 0.90 to 0.91 (*p* = 0.04) with slightly higher sensitivity and a higher false positive rate for all observers. Our results are consistent with previous reports ([@B8], [@B12]) that have demonstrated an improvement of observer performance in nodule detection with CAD. However, these studies did not calculate the FP rate and the lung nodules were not pathologically confirmed.

The CAD system has been shown to have the potential to detect substantial portions of lung cancers missed by radiologists on chest radiographs ([@B15], [@B19]). However, no significant improvement in observer performance was able to be observed as subtle TP nodules correctly marked by CAD were frequently rejected by the observers ([@B16]). In this study, patient cases not only included screening but also diagnostic imaging; moreover, 91% of nodules were detected by more than half of the observers without the help of CAD. Thus, patient cases that may have consisted of more obvious nodules in our study may explain the higher observer sensitivity and significant improvement in observer performance compared to previous studies.

On subgroup analysis, the average FOM value of both the resident group and radiologist group increased after reviewing the CAD marks, however the difference was not statistically significant. In our study, we observed that the radiologist group benefited more with the use of the CAD system - increased sensitivity with almost no trade off in FP rate. Residents group showed a similar degree increased sensitivity with the radiologist group, but the FP rate was higher. Our study results indicate that radiologist groups showed a better ability to differentiate TP from FP CAD markings, as well as demonstrate the importance of CAD-radiologist interactions.

When using CAD, a relatively high FP rate is a given. Thus, it is essential for observers to be able to correctly differentiate TP from FP CAD markings. Detecting a subtle TP nodule among FP marks is difficult and is one of the major factors determining the observer performance level. Sufficient training and experience on CAD images will help in the discrimination of TP and FP markings. Furthermore, future CAD systems with a lower false positive rate and better sensitivity are expected to solve this problem and contribute to increased observer performance.

Our study has several limitations. First, our patient cases are considered to consist of a higher proportion of conspicuous nodules than previous studies ([@B16]) because we only included nodules visible on chest radiographs. To evaluate the value of CAD, we believe that nodules should be at least visible on chest radiographs. Second, this is a retrospective study and the performance of CAD in clinical practice should be further investigated. Furthermore, increased reading time, integration into to the PACS system, and the role as a second reader, should be considered as part of the clinical setting.

In conclusion, our data suggests that although the increase in average FOM value was small, the CAD system can improve observer performance in detecting malignant lung nodules on chest radiograph. Further studies on the effect of CAD in routine practice should be performed.
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![Chest radiograph shows scatterplot of locations of 100 lung cancers.](kjr-13-564-g001){#F1}

![**72-year-old woman with 16 mm adenocarcinoma in left lower lobe.** There are four computer-aided detection (CAD) marks among which only mark in left lower lung is true positive. Small calcified nodule in right upper lobe was excluded from analysis. At initial reading, three radiologists and two residents detected true lesion. After review of CAD marks, one radiologist and two residents accepted true CAD mark, while one radiologist and one resident rejected true CAD mark. One resident detected one false positive lesion and added one more false positive lesion after review of CAD marks.](kjr-13-564-g002){#F2}

![**61-year-old man with 11 mm adenocarcinoma in right upper lobe.** There is one computer-aided detection (CAD) mark in right upper lobe which is true positive. At initial reading, two radiologists and one resident detected true lesion. After review of CAD marks, two radiologists and two residents accepted true CAD mark, while one radiologist and two residents rejected true CAD mark. Two residents detected one false positive lesion each, but rejected false positive lesion after review of CAD marks.](kjr-13-564-g003){#F3}

###### 

Individual Outcome of Observer Study with and without CAD When Lowering of Confidence Score Was Allowed

![](kjr-13-564-i001)

**Note.**- ^\*^Significant change (*p* \< 0.05). CAD = computer-aided detection, FOM = figure of merit, FP = false positive

###### 

Individual Outcome of Observer Study with and without CAD When Lowering of Confidence Score Was Not Allowed
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**Note.**- ^\*^Significant change (*p* \< 0.05). CAD = computer-aided detection, FOM = figure of merit, FP = false positive

###### 

Effect of CAD on Number of TP, FP, True-Negative, and False-Negative Markings of Observers
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**Note.**- CAD = computer-aided detection, TP = true positive, FP = false positive, TN = true negative, FN = false negative
